Fluorescence lifetime imaging has emerged as an important microscopy technique, where high repetition rate lasers are the primary light sources. As fluorescence lifetime becomes comparable to intervals between consecutive excitation pulses, incomplete fluorescence decay from previous pulses can superimpose onto the subsequent decay measurements. Using a mathematical model, the incomplete decay effect has been shown to lead to overestimation of the amplitude average lifetime except in monoexponential decays. An inverse model is then developed to correct the error from this effect and the theoretical simulations are tested by experimental results. 
Introduction
Fluorescence lifetime imaging microscopy (FLIM) has become a powerful imaging tool in cell and molecular biology research [1] , drug discovery [2] , and clinical diagnosis [3] . Fluorescence lifetime can be defined as the average time fluorophores stay in the excited state after excitation and described by multiple exponential decays [4] . Given sufficient signal, fluorescence lifetime is independent of fluorescent intensity such that it has been used to complement steady state imaging modalities, which are based on intensity and spectral features [4] . FLIM based techniques have been extensively investigated in a number of applications including Fluorescent Resonant Energy Transfer (FRET) [5] [6] [7] [8] , ion mapping of intracellular environment [9, 10] , as well as clinical diagnosis for malignant tumours [11, 12] and dosimetry for drug administration [13, 14] .
In time-domain measurement, a short-pulsed laser is used to excite the fluorophores and the fluorescent emission is measured as a function of intensity decay over time [4] . The fluorescence decay may be modeled as the summation of multiple exponential components, as shown in Eq. (1). 
Here F(t) is the measured fluorescence intensity as a function of time t; τ i are the individual exponential components; and a i are the coefficients of each exponential term. The measured intensity decay is a convolution of F(t) with the Instrument Response Function (IRF); thus deconvolution is sometimes necessary to recover the F(t) when the IRF is not negligible [4] . Typical FLIM systems use either Time Correlated Single Photon Counting (TCSPC) based point scanning method [6, [13] [14] [15] or ICCD-based wide-field imaging technique [3, 9, 11, 16] . In TCSPC, only the first photon of a pulse is recorded. To build a probability histogram for each pixel in an image, a large number of pulses are needed. In ICCD based techniques, each pulse excites the whole field-of-view while a large number of excitation pulses are also needed to achieve sufficient signal-to-noise ratio (SNR). Consequently, both techniques require high repetition rate light source and detection systems in order to accurately determine the fluorescence lifetime while achieving sufficient imaging frame rate. Since short, subnanosecond pulsed excitation is also required in time-domain systems, mode-locked Ti:sapphire lasers have become the most commonly used excitation sources in current FLIM systems. New picosecond diode lasers with various excitation wavelengths also holds promise for several biological applications.
In Ti:sapphire lasers, the repetition rate is typically limited to 70-100 MHz due to the mode-locking mechanism. This limitation has caused concerns in measuring longer decays where the average fluorescence lifetime is comparable to the period of the excitation pulses [4, 16] . It has been advised that the interval between two excitation pulses should be more than four [4] or five [16] times of the average fluorescence lifetime in order to accurately estimate the lifetime from experiments. That is, if a fluorophore's lifetime is longer than 3 ns and a 80 MHz (12. 5 ns between excitation pulses) laser is used, the tails of decay curves from previous excitation periods may contribute significantly to the current decay curve, which may lead to inaccurate lifetime estimation [16, 17] . This "incomplete decay" effect is illustrated in Fig. 1 . To simplify the illustration, the commonly seen noise background or instrument offset is ignored here. Fig. 1 . Simulated effect of incomplete decay on the measured decay curve is illustrated, where the tails of multiple previous decay curves (short dashed lines) excited by a high repetition rate light source contribute significantly to the current original curve, I0(t)(solid line), which lead to the distorted measured decay curve, I(t) (long dashed line) that can cause inaccurate lifetime estimation. t0 is the time interval between two consecutive excitation pulses. Note that the incomplete decay caused by the laser excitation prior to the current one contributes the most to the current measured decay curve as illustrated in the last decay curve.
In practice, many fluorophores have long lifetimes that are subjected to the influence of the incomplete decay effect when excited by high repetition rate lasers. For example, a clinically-approved photosensitizer for photodynamic therapy (PDT), Photofrin ® , is a typical long-lived fluorophore with its average lifetime of around 13 ns in bulk solutions or 6 −10 ns in live cells [13, 14] . Incomplete decay may also cause problems in applications using short lifetime fluorophores. An example is FLIM based Föster Resonant Energy Transfer or FLIM-FRET, where protein-protein interactions is calculated from small changes of donor fluorophore lifetimes [7] . Many FRET pairs exhibit bi-exponential decays with fluorescence lifetimes of 2-4 ns [8] , while the lifetime change in the order of 0.1-0.2 ns is critical.
The inaccurate lifetime estimation due to the ultrafast repetitive excitation is generally mentioned [4, 18] and Barber et al., initially reported an analytical model in a conference paper [19] to describe the "incomplete decay" effect. This original work is crucial towards designing time-domain instrumentations and selection of light sources. In practical situations, however, excitation repetition rate is not a typical selectable feature. In addition, a large number of data has already been acquired using high repetition rate excitation sources. In this report, we established an analytical model similar to that of Barber et al. to simulate the effects of the incomplete decay and quantitatively determine the influence of the incomplete decay to the accuracy of lifetime parameter estimation either in noise-free or noisy conditions.
The theoretical simulation is experimentally tested using standard fluorophores with a multiphoton microscope and a 80 MHz Ti:sapphire laser. Most importantly, correction methods were developed to recover original lifetime parameters from the measured lifetime values. Table 1 illustrated the abbreviations used in the rest of this article. 
Methods

Analytical model of incomplete decay
The analytical model describing the incomplete decay effect is first reported by Barber et al. in Ref. [19] . As shown in Fig. (1) , the original fluorescence intensity decay I 0 (t) is different from the measured decay curve I(t), where the period of the excitation laser pulses are short compared to the fluorophore's lifetime. If I 0 (t) is represented with N exponential terms, it can be described as:
( ) 
where for the i th term, τ 0i is the lifetime component. Then, the original amplitude weighted lifetime τ 0 is determined by [4] 0 01 01 02 02 0 0
where 0 n i A is the normalized coefficient defined as 0
Similarly, the experimentally measured fluorescence decay I(t) and estimated lifetime τ are [4] ( ) Please note that in the following analysis, we made an assumption that there are an unlimited number of fluorophores available in the system, while only a small number of them are excited at any given time. In practice, this assumption is probably valid especially for multiphoton FLIM measurements while only the focal plane is excited by high repetition rate (70-100 MHz) mode-locked Ti: Sapphire lasers. In these cases, photobleaching is also not significant. One should note that especially in TCSPC measurements where a large number of excitation pulses are used, this assumption may be invalid.
Forward Model
From Fig. 1 , as a result of incomplete decay, I(t) is a summation of I 0 (t) and the tails of the n previous decay curves where I 0 (t) is the original decay curve, I(t) is the resulting measured decay curve, and t o is the time interval between two consecutive excitation pulses: 
Finally, to quantify the difference between measured and original amplitude weighted lifetimes, the fractional error is defined as
Inverse Model
The inverse model is derived from the forward model by rearranging Eqs. (9) and (10) to describe original parameters in terms of measured parameters as shown in Eqs. (13) and (14).
As shown in Eq. (15), the original amplitude weighted lifetime can be expressed in terms of the measured parameters by substituting Eqs. (13) and (14) 
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Finally, to quantify the difference between original and measured amplitude weighted lifetimes, the fractional error is defined as
The inverse analytical model can be applied directly to the measured parameters to correct for the effects of incomplete decay and obtain the original amplitude weighted lifetime value. The analytical model is also further examined to create guidelines for lifetime measurements to determine whether or not incomplete decay is significant to require correction.
From the results given by Eq. (8), Eq. (15), and Eq. (16) in the mono-exponential decay case, incomplete decay does not affect the estimated amplitude weighted lifetimes (τ id ) since the τ id is the same as the original individual lifetime while the coefficient is normalized.
As most of the commonly used fluorophores exhibit multiple-exponential decay, this study focuses on how the incomplete decay contributes to incorrect lifetime estimation in the biexponential cases, which is mostly seen in practical FLIM experiments. Nonetheless, the inverse model can be applied to more complex cases where more than two exponential components are present. The general analytical model for multi-exponential incomplete decay developed above can be applied to the specific bi-exponential case as shown below where N = 2. Expressing the measured coefficients and component lifetimes affected by incomplete decay in terms of the original parameters using Eq. (9) and (10), 
where the original amplitude weighted lifetime as shown in Eq. (26a) is expressed in terms of the measured parameters by substituting Eqs. (22) to (25) into Eq. (26).
Incomplete Decay Simulations
To further investigate the analytical models and develop guidelines to determine the significance of incomplete decay on amplitude weighted lifetime measurements, biexponential incomplete decay curves of different lifetimes are simulated in Matlab under various conditions. Conditions include varying the repetition rate, coefficients, and differences in lifetime components. The fractional error between the original (τ 0 ) and simulated measured amplitude weighted lifetime (τ id ) as defined in Eq. (12) or (16) is calculated using the derived analytical models and examined under each condition.
Noise simulation
To understand the effect of the incomplete decay in practical experiments, noise simulation has been performed to see whether lifetime estimation error caused by random experimental noise is comparable to errors from incomplete decay. Typical experimental noise sources in FLIM measurements include shot noise (Poisson noise) from the photo detector, digitization error from the digitizer, ambient light, and other electronics noise from the amplification process. In general, the signal amplitude is low and instrumentation noises significantly surpassed the shot noise. In this work, we assume the errors arise from these processes are independent of each other. Consequently, although each process may have a different error distribution, the overall error can be considered to be Gaussian [21] . Therefore, in the noise simulation, Gaussian noise is generated and added to the simulated mono-and bi-exponential incomplete decay curves at different SNR values. Specifically, the SNR is defined as the average signal amplitude divided by random Gaussian noise with standard deviation "sd" [22] . Curve fitting was then performed on the noisy simulated curves to determine the lifetime parameters and the fractional errors.
To simulate mono-and bi-exponential incomplete decay curves, all the parameters were defined according to the experimental conditions. For mono-exponential, two cases were simulated: Case 1 with τ 1 = 1.5 ns and Case 2 with τ 2 = 4.9 ns which correspond to the lifetimes of Rhodamine B (RdmB) and Lucifer Yellow (LY) respectively. For bi-exponential, various cases were generated with different A 1 :A 2 ratios where A 1 ranged from 0.1 -0.9 and A 2 is normalized to be 1 -A 1 . In all the cases, the original coefficient values were chosen such that A 1 + A 2 = 516, τ 1 = 1.5 ns (RdmB), and τ 2 = 4.9 ns (LY). The absolute original coefficient values were set as 516 based on typical original peak decay intensities obtained from the real TCSPC experiments; however, it will not affect the actual calculation of amplitude weighted lifetime, where the normalized coefficients were used. Although the fitting coefficient A in mono-exponential decay is not critical, we performed and plotted simulation to demonstrate the effect of noise on parameter estimations.
Gaussian noise was then generated with a mean of 0 and a standard deviation (SD) based on the signal to noise ratio (SNR) where SNR was defined as the average signal amplitude divided by SD of random Gaussian noise. The range of SNR in our simulations ranged from 16 to 182 and was determined by our typical experimental data measured using a 2-photon microscope and a TCSPC FLIM module. The generated Gaussian noise at various SNR is then added to the simulated incomplete decay curves.
Curve fitting to the simulated data was then performed using the curve fitting toolbox (Matlab v2010, Mathworks, Natick, MA), where the non-linear least squares method using the Trust-Region algorithm was applied. Fitted parameters (A 1 , A 2, τ 1, τ 2 ) were used to calculate lifetime values and the fractional error for various SNR. The fractional error between the data with and without the noise is defined as (τ idn -τ 0 )/τ 0 * 100, where τ idn represents the amplitude weighted average lifetime of the noisy incomplete decay curve and τ 0 represents the amplitude weighted average lifetime of the original decay curve.
Time-domain multi-photon fluorescence lifetime measurements
To validate the theoretical model and simulations, we measured the fluorescence lifetime of standard fluorophores using two fluorescence lifetime measurement modalities: a timedomain FLIM microscope using 80 MHz laser excitation and a second set of measurements using a frequency domain lifetime fluorometer.
The time-domain FLIM instrument is a two-photon microscope (TSC SP5 & DMI 6000 B, Leica, Wetzlar, Germany) equipped with the TCSPC fluorescence lifetime acquisition module (SPC-830, Becker & Hickle GmbH, Berlin, Germany) and a femtosecond mode-locked Ti:sapphire laser pulsing at 80 MHz (Chameleon-Ultra, Coherent. Santa Clara, CA). In this system, fluorescence emission channels are selected by a prism and several variable-width slits in front of detectors. The fluorescence intensity decay was fitted to a bi-exponential decay model using the Matlab curve fitting toolbox to calculate the lifetime parameters.
The frequency domain instrument is a lifetime fluorometer (ChronosFD, ISS, Champaign, IL) using a laser diode centred at 470 nm (90099, ISS) with the modulation frequency between 8 to 200 MHz. The fluorescence was transmitted through a band pass filter centred at 580 nm (580/DF30, XF3022, Omega Optical, VT), and the detected signal was analyzed using the included software (Vinci, ISS) to retrieve the time-domain parameters.
Two standard fluorescence dyes, Lucifer yellow (LY) (L0259, Sigma-Aldrich, St. Louis, MO) with a lifetime of 4.9 ns and Rhodamine B (RdmB) (R6626, Sigma-Aldrich) with a lifetime of 1.5 ns were diluted in purified water to the concentration of 2 µM. The two fluorescence dyes were then mixed at appropriate ratios and their lifetimes are measured using both instruments for comparison. In the frequency-domain measurements, Coumarin 6 (546283, Sigma-Aldrich) was used as a reference dye with the fluorescence lifetime of 2.5 ns and excitation and emission spectra overlapping with LY and RdmB. It was diluted in 99.9% Ethanol (34964, Sigma Aldrich) to appropriate concentration that provides comparable signals with respect to the samples. To provide references for the original amplitude weighted lifetime calculation, the fluorescence lifetimes of LY and RdmB were then retrieved by monoexponential fitting using Vinci (data not shown). In the time-domain measurements, the samples were illuminated with the laser at 860 nm and the emission channel was set from 500 nm to 700 nm to ensure the optimum excitation and detection efficiency. Three separate measurements have been performed and all the acquisition parameters remained the same throughout the acquisition processes to eliminate artefacts from sources other than the incomplete decay. Quantum efficiency correction was also performed after the data acquisition by comparing the integrated photon intensities of each fluorescence dye; therefore the real contribution of individual lifetimes can be restored.
Results
Simulated results of the incomplete decay
According to Eq. (8), incomplete decay only affects the coefficient values, while the measured individual lifetime components are the same as the original individual lifetime components, as indicated in Eqs. (9) and (10) . Therefore, amplitude weighted lifetime estimation for mono-exponential decay is unaffected by incomplete decay because its amplitude weighted lifetime estimation does not depend on the coefficient. For bi-exponential decays, however, the measured amplitude weighted lifetime (τ id ) does depend on the coefficients A 1 and A 2 , where
Thus, measured parameters from bi-exponential decay must be interpreted carefully and corrected for incomplete decay. The rest of the report will focus on examining the analytical model for incomplete decay for bi-exponential cases. The illustration of the effect of incomplete decay on mono-and bi-exponential decay is shown in Fig. 2 where both the original (τ 0 ) and measured (τ id ) decay curves are shown on a linear and log scale. As shown in Fig. 2 , incomplete decay only affects the estimation of amplitude weighted lifetimes for bi-exponential decays. Table 2 shows the time-domain parameters distorted by the incomplete decay in mono-and bi-exponential cases used in Fig. 2 .
The difference between the i th measured and original coefficients which is defined as the fractional error E i = (A i -A 0i )/A oi, where i = 1, 2 for bi-exponential cases. According to Eq. 
As a result of the dependence of amplitude weighted lifetimes on the individual coefficients given by Eq. (20) , parameters that result in less than 5% fractional errors between the individual measured and original coefficients which would then result in less than %5 uncertainty in lifetime estimations are investigated. Given the typical temporal resolution of about 200 ps in time-domain instruments, we consider 5% uncertainty in lifetime estimation can be considered as acceptable error. As a result, when the fractional error caused by incomplete decay is less than 5%, it is considered insignificant and can be neglected. One should note that this 5% cutoff value is somewhat arbitrary and, depending on the application, it should be used with caution. Consequently, since the magnitude of the i th fractional error (E i ) is only dependent on the i th individual lifetime (τ i ), the threshold value of individual 27), E i is a monotonically increasing function with respect to τ i , which means if τ i < τ i(thld) , the estimation errors due to incomplete decay are less than 5% and may be negligible. The τ i(thresh) values corresponding to various laser repetition rates are shown in Table 3 . As expected, the higher the repetition rate, the lower the threshold individual lifetime value, and thus the more likely incomplete decay will cause fractional errors between coefficients and cause errors in lifetime parameter estimation.
It is also useful to note that the fractional error E i scales linearly with the laser repetition period t o and thus the individual threshold lifetime values (τ i(thld) ) that would give fractional errors of 5% can instead be expressed as a fraction of the repetition period, t o / τ i(thld) . This threshold ratio between repetition period t o and threshold lifetime value τ i(thld) can be denoted as R i (thld) . By re-arranging Eq. (28), R i(thld) = t o / τ i(thld) = -ln(0.05/1.05) = 3.045. Since E i is a monotonically decreasing function with respect to t o / τ i , this means that as long as the time interval between laser pulses (t o ) is 3 times longer than the individual lifetime τ i, the estimation errors due to incomplete decay are less than 5% and may be negligible.
When the individual lifetimes are longer than those specified in Table 3 for corresponding repetition rates, the superposition from previous decay can affect lifetime parameter estimation significantly. To develop guidelines that determine the significance of incomplete decay in lifetime measurements, it is of great interest to investigate incomplete decay in various experimental conditions (e.g. repetition rate, coefficients, difference in lifetime components). As shown in Fig. 3 , the fractional error between original and measured amplitude weighted lifetimes as defined in Eq. (12) corresponding to a set of original parameters (A 01 = A 02 = 0.5, τ 01 = 1 ns, τ 02 varies from 0 to 20 ns) was plotted with respect to τ 2 at various repetition rates as shown by the multiple curves. It was observed that at each τ 2 value, the error increased as the repetition rate increased. For example, the error of the τ id at τ 2 of 20 ns at the highest repetition rate (100 MHz) resulted in the maximum error of all cases with 40% error from the original average lifetime value (τ 0 ). Figure 3 also illustrated the negligible incomplete decay effect when τ 1 = 1 ns and τ 2 < τ i(thld) ; the error is always less than 5%. Similarly, Fig. 3 illustrates that when the time window between laser excitation pulses (t o ) is around three times longer than both τ 1 and τ 2 , the error due to incomplete decay is less than 5%. A2 = 1 -A1 ). X-axis corresponds to the difference between measured lifetime components (τ1 -τ2) where τ2 (10 ns) was chosen to be constant and τ1 varies from τ2 -8 (2 ns) to τ2 + 8 (18 ns). The varying gray scale color of the contour map corresponds to the calculated absolute fractional errors where the larger the error, the darker the gray scale color as defined by the color bar.
The effect of measured coefficients and lifetime component values on the absolute fractional error between τ id and τ 0 values as defined in Eq. (16) was also investigated at a constant repetition rate of 80 MHz as shown in Fig. 4 . Figure 4 shows a contour plot where to the difference between measured lifetime components (τ 1 -τ 2 ) where τ 2 (10 ns) was chosen to be constant and τ 1 varies from τ 2 -8 (2 ns) to τ 2 + 8 (18 ns). The varying gray scale color of the contour map corresponds to the calculated absolute fractional errors for the various corresponding measured coefficient and lifetime component values where the darker the color, the larger the error.
Examining the effect of measured coefficients on the fractional error for the bi-exponential case, it can be seen from Fig. 4 that regardless of the values of the measured lifetime components, the error increases (grayscale color becomes darker) as A 1 approaches 0.5. In other words, since A 2 = 1 -A 1 , the fractional error increases as A 1 and A 2 approach 0.5.
However, the nature of this error trend is not symmetric with respect to A 1 . The behavior, as observed in Fig. 4 , follows this pattern: if τ 2 > τ 1 (negative difference), the maximum error tends to occur at values greater than A 1 = 0.5 whereas if τ 2 < τ 1 (positive difference), maximum error tends to occur at values less than A 1 = 0.5. Therefore, it is difficult to determine the specific A 1 values that would give the maximum error for all cases. However, it is clear that the error from incomplete decay increases for measured coefficients that converge towards 0.5. It is also interesting that although all cases of measured parameters in Fig. 4 followed this error trend with respect to amplitude variations, the magnitude of the error varied drastically between different cases. The reason for this large difference between different cases of measured parameters (lifetime components) will be investigated in the following section.
As shown in Fig. 4 , the absolute fractional error between measured (τ id ) and original (τ 0 ) amplitude weighted lifetime values (as defined by Eq. (16) also depends on the measured lifetime components. However, where incomplete decay has an effect, the error does not depend on the magnitude of the measured lifetime components but actually on the differences between the measured lifetime components (τ 1 -τ 2 ). It can be observed from Fig. 4 that as the difference between τ 1 and τ 2 increases, the error increases as well. The error trend is not symmetric with respect to the difference between measured lifetime components where positive differences will result in lower error values. This is an indication that larger lifetime component values with the same differences will result in relatively lower fractional error values. Moreover, Fig. 4 demonstrate that in cases with small differences in measured lifetimes (i.e. 4 ns), incomplete decay effects may be negligible (<5%) for all possible coefficient values, which further verifies the threshold values determined by the model.
The dependency of measured lifetimes (τ idn ) on the SNR level
In practical FLIM measurements, the data always includes significant amounts of noise. We performed noise simulation in our model to investigate how noise affects the estimation of amplitude weighted lifetime values. To do this, the simulated noisy incomplete decay curves with the SNR varying from 16 to 182 for various A 01 :A 02 ratios (τ 01 = 1.5 ns (RdmB), and τ 02 = 4.9 ns (LY)) were fitted using the nonlinear least squares algorithm to obtain the predicted measured amplitude weighted lifetimes (affected by incomplete decay) with noise (τ idn ).The corresponding residuals were plotted (data not shown) and at each SNR level showed no pattern, indicating the good quality of fitting process. The original amplitude weighted lifetime values (τ 0 ) for various A 01 to A 02 ratios were also calculated for the original decay signal. Using the inverse model on τ idn, the corrected amplitude weighted lifetimes were obtained (τ corr ). . The original amplitude weighted lifetime (τ 0 ), predicted measured amplitude weighted lifetimes (with noise) (τ idn ), and corrected amplitude weighted lifetimes (τ corr ) for various A 01 :A 02 ratios at SNR = 16 are shown in Table 4 below. As shown in Table 4 , it is demonstrated that the corrected amplitude weighted lifetimes (τ corr ) by the inverse model under low SNR = 16 are almost equivalent to the original amplitude weighted lifetimes (τ 0 ) (less than 1% difference). This further verifies the accuracy of the inverse model and indicates that the effect on estimation error from noise itself is actually minor in comparison with the effect of incomplete decay and is always negligible. This shows that the correction for incomplete decay is indeed necessary. 1.50 1.50 a Original amplitude weighted lifetime (τ0), predicted measured amplitude weighted lifetimes (with noise) (τidn), and corrected (on τidn) amplitude weighted lifetimes (τcorr) for various A01:A02 ratios at SNR = 16 (τ01 = 1.5 ns (RdmB), and τ02 = 4.9 ns (LY))
Experimental results
The fluorescence lifetimes of Lucifer yellow (LY) and Rhodamine B (RdmB) were measured by the time domain TCSPC and the frequency domain ChronosFD systems, which correspond to cases with incomplete decay (in TCSPC, 80 MHz laser is used) and without (in the ChronosFD), respectively. The average lifetime of LY is 5.07 ns ± 0.30 ns (TCSPC) and 4.9 ns ± 0.06 ns (ChronosFD), respectively when fitted with mono-exponential model. RdmB exhibits a fast decay with the fluorescence lifetimes at 1.55 ns ± 0.13 ns and 1.50 ns ± 0.03 ns respectively. In order to determine the original amplitude weighted lifetimes (τ 0 ) without the effects of incomplete decay, the dye mixture was calculated with respect to the original fluorescence lifetime of each dye obtained from the frequency domain system (4.9 ns and 1.5 ns). Also, to determine the real relative contribution of RdmB and LY (ie correct original coefficients to obtain real original coefficients), the quantum efficiency (QE) of each fluorescence dye was also determined by taking the average of integrated photon intensities from three repetitive LY and RdmB measurements using TCSPC. The results showed the relative QE of RdmB is 36% against LY. Therefore, the quantum efficiency corrected original coefficients can represent the real relative contribution of RdmB (QE c A 01 ) and LY (QE c A 02 ) where QE c A 02 = 1 -QE c A 01 . Table 5 lists the quantum efficiency corrected amplitude weighted lifetimes obtained from frequency domain measurements (τ 0 ), the TCSPC measurements (τ idn ), and correction of τ idn using the inverse model (τ corr ). Except for the measurement at QE c A 01 = 59.1% (τ 0 = 2.89 ns), the measured TCSPC lifetime (τ idn ) consistently overestimated the original amplitude weighted lifetime of the solution (τ 0 ) as obtained from the frequency domain system. The overestimation of measured amplitude weighted lifetime values is predicted and agrees with and Rhodamine B (RdmB) mixture solution were measured experimentally using TCSPC (τidn) and frequency domain lifetime spectrometer (τ0). Based on the inverse model, the TCSPC measurements were corrected (τcorr) based on an 80 MHz repetition rate excitation. Differences between τ0 and τidn (Diffid) and between τ0 and τcorr (Diffcorr) were evaluated to see whether lifetime estimation error caused by incomplete decay is comparable to errors from random experimental noise. the incomplete decay model. Using the inverse model, the measured amplitude weighted lifetime values (τ idn ) were corrected and is close enough to the original amplitude weighted lifetime (τ 0 ) to be within the uncertainties of the experimental measurement. Differences between τ 0 and τ idn (Diff id ) and between τ 0 and τ corr (Diff corr ) were evaluated to see whether lifetime estimation error caused by incomplete decay is comparable to errors from random experimental noise. As shown in Table 5 , Diff id is always larger than Diff corr for all mixtures indicating that the effect on estimation error from incomplete decay is larger than the effect on error from noise and that the correction for incomplete decay is indeed necessary. The outlier value at 59.1% (τ 0 = 2.89 ns) may be due to low SNR in the experimental measurements, which led to large uncertainties in lifetime estimation for bi-exponential decays.
Discussion and Conclusion
Applications of fluorescence lifetime in imaging and spectroscopy have become an active research and technology development area owning to the recent advances of short pulsed lasers and high speed photo detection systems. One of the key technologies that pushing FLIM into a user friendly microscopy modality is the development of turn-key Ti:sapphire laser systems. Although their high repetition rate enables fast image/data acquisition the short interval between consecutive excitation pulses causes concerns that fluorescence lifetime may not be accurately estimated.
In this report, we developed a general mathematical model to quantitatively estimate how incomplete fluorescence decay affects the measured fluorescence decay curves and subsequent estimation of lifetime values. In addition, an inverse model allows the correction of errors caused by incomplete decay. Specifically, the simulation results show that incomplete decay does not affect estimation of individual lifetime component in multiexponential decays but rather the coefficient terms, which in turn lead to underestimation of average lifetime. As expected, the extent of error strongly depends on the ratio of amplitude weighted lifetime and the interval between excitation pulses. For example, in the case of biexponential decay excited at 80 MHz, if both lifetime components are less than 4 ns, the simulation results suggest that the error can be neglected and no correction is required. If at least one lifetime component is larger than 4 ns, the measurement errors would be significant but can be corrected by the proposed mathematical model. Taking individual parameters into account, our results demonstrated that the fractional error between the original and measured lifetime values (E id ) became significant with (i) increased laser repetition rate, (ii) converge of coefficients to be equal, and (iii) increased difference between individual lifetime components, while the error is not significantly increased by the noise. These facts offer guidelines that allow researchers to have a better idea for measurement values that may require correction for incomplete decay.
The incomplete decay effect is most profound for fluorophores with long lifetimes such as Photofrin ® and ALA induced protoporphyrin IX (PpIX), which are clinically approved photosensitizers with fluorescence lifetimes of more than 10 ns [13] . As a result, invalid interpretation of experimental results can easily happen when the average lifetimes of photosensitizers are measured by short-pulsed lasers with repetition rate more than 20 MHz.
It should be noted that artifacts in lifetime estimation from incomplete decay effect is not significant in microscopy where the lifetimes of most fluorescence probes are short. Nonetheless, in the case of FLIM-FRET, where the majority acceptor-donor pairs have average lifetimes of less than 4 ns while exhibit bi-exponential decay [8] , small errors in lifetime estimations may be critical since 5% of lifetime change may corresponding to significant errors in inter-molecular distance calculation.
In addition to applications in microscopy, quantitative analysis of incomplete decay is also useful in other time-domain fluorescence techniques. For example, Yuan et al. described a technique that uses fibers with different lengths to multiplex multiple spectral channels of fluorescence decay using a single detector [23] . The multiplexed fluorescence decays were separated by the different propagation time introduced by the different fiber lengths. The detected signal is the superposition of signals from decays from adjacent pulses and also suffers from the incomplete decay effect. The inverted model from this work can also correct the superposition of incomplete decays in this case to provide more accurate lifetime estimation.
It should be noted that the reported results were simulated in a scenario with the assumptions that photobleaching is insignificant and the instrumental response function (IRF) is negligibly small. In practice, these assumptions may break down. Therefore, future work includes investigating the models with photobleaching effect and convolution of IRF.
